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various insulation techniques.
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Shielded HV connector, 2.5” x 0.3125” O.D. X 0.03125” wall TFE tubing with TFE shrink tubing for
seal.
Breakdown voltage in Argon at 1 atmosphere = 4.0 kV, 4.5 kV, 4.5 kV DC
(three SHV feedthroughs were insulated and tested)



Silicon Rubber HV boot for vacuum use. 
Breakdown voltage in Argon at 1 atmosphere = 5.8 kV DC



Naked vacuum HV connector.
Breakdown voltage in Argon at 1 atmosphere = 4.0 kV DC


